
LIEN HIEP cAc HOI KHOA HOC vA KY THUAT VIET NAM. . . ..
VAN PHONG CONG NH~N NANG Ll/C DANH GIA
str PHD HQP vI!: TIEU CHuAN CHAT LUQNG

:... ::r1So... :l.lQD-AOSC Ha Nt)i, ngay. OJ thdng .O.S' nam 2017

QUYETDJNH
V~ vi~c cong nh~n nang 11}'cphong hi~u chuan

VANPHONGc6NGN~NNANGLVC
DANH GIA str PHD HOP vi: TIEU CHuAN CHAT LUONG. . .

Can ClIQuy dinh cong nhan cua Van phong Cong nhan nang hrc danh gia su phil
hQ'Pv~ tieu chuan chftt IUQ'Ilg- AOSC;

Can ClI Giay clnrng nhan dang Icy hoat dong khoa hoc va cong nghe s6
A-1245 cua B<)Khoa hoc va Cong nghe cftp ngay 23 thang 06 nam 2017;

Xet d~ nghi cftp chimg chi cua Truong phong cong nhan,

QUYETDJNH:

Di~u 1.Cong nhan:

PHONG nreu CHUAN, KHOA SINH pRAM, TRUNG TAM KIEM CHUAN
xET NGmtM THANH PHD

Dia chi: S6 75A, duong Cao Th~ng, Qu~ 3, Thanh ph6 He, Chi Minh, Vi~t Nam.
Co nang hrc tlnr nghiem d6i voi cac phep thir (phu I\lCkern theo) dap irng yeu

cAutieu chuan ISO/IEC 17025:2005;

Di~u 2. Phong hieu chuan duoc mang rna s6: VLAT-OI02;

I>i~u3. Phong hieu chuan duoc cong nhan 6 Di~u 1 duqc phep sir d\lllg dftu cong
nh~n va phAi tuan thu dAydu cac yeu cAuv~ cong nh~n nang Ivc hi~u chuftn thea quy
dinh hi~n hanh cua AOSC trong thai gian chUng chi co hi~u hJc;

Di~u 4. Quy€t diM nay co hi~u hJc til ngay 0.(2 thang (J.K nam 2017 d€n ngay 0.1
thang ().g nam 2019 va phong hi~u chuftnphai chiu sv giam sat diM kY m6i nam m<)tIAn.

Noi nh~n:
- Nhu Di~u 1
- Luu AD.

EN THJ KHANH TRAM

vAN PHONG CONG NH,A.NNANG WC DANH GIA sa PHI) HOP VE nEu CHUAN CHAT LVONG
sf, 15 nha WCYIl,khu nha (1Hoang Van Th~, phlremg Hoang Van Th\l, quan Hoang Mai, thanh phe, Ha N6i

Di~n thoai: +84 24 36622015 Fax: +84 2436 343 449
Website: http://www.aosc.vn



LIEN HIEP cAc HOI KHOA HOC vA KY THUAT VIET NAM. . . ..
VAN PHONG CONG NH~N NANG Ll!C DANH GIA

Sl!PHU HQP VE TIEU CHuAN CHAT LU<}NG

MUC cAc PHEP HIEU cHuAN DUOC CONG NHAN. . . .

1. Ten phong hi~u chuan: Phong Hieu chuan, Khoa Sinh pham, Trung tam Ki~m
chuan xet nghiern thanh ph6
2. CO'quan chu quan: Trung tam Ki~m chuan xet nghiem thanh ph6
3. Linh Vl}'C cong nh~n: Kh6i hrong, dung tich, nhiet dQ, tAns6
4. NgtrOiphu trach: Truong Quan Thuy - Truong khoa
5. NgtrOico thim quy~n kY:

STT HQva ten Clnrc vu Thim quyen kY
1. TrAnHtru Tam Giam d6c TAtca

2. Nguyen Thi Ngoc Van Pho Giam d6c TAtca

3. Truong Quan Thuy Truong Quan ly ChAt hrong TAtca

4. ve NgQc Nguyen Pho Quan ly Chat hrong TAtca

5. Nguyen Thi Thanh Tam Tnrong Quan ly Ky thuat TAtca

6. Nguyen Anh Duong Pho Quan ly Ky thuat TAtca

6. Ma sa phong hi~u chuan: VLAT -0102
7. Thong tin phong hi~u chuan: Phong Hi~u chufin, Khoa Sinh phfim, Trung tam
Ki~m chufin xet nghi~m thanh ph6
Dia chi: S6 75A, dUOngCao Th~ng, Qu~n 3, Thanh ph6 He, Chi Minh, Vi~t Nam
Di~n thoc;ti:028 3 839 1090 Fax: 028 3 9292 890

VAN PHONGCONGNHAN NANG LVC DANHG[A Sl)' PHUHOPVE T[EU CHuAN CHAT LU'ONG
sf, [5 nha wan. khu nhi!iJHOi!ngVan Th~, p[mangHoang Van Th~, qL$l Hoang Mai, thi!nhph6 Hi!N6i

Dien thoai: +84 24366220[5 Fax: +84 2436 343 449
Website: http://www.aosc.vn
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TT

1

LIEN HI~P cAc HOI KHOA HQC vA KY THU~T VI~T NAM
VAN PHONG CONG NH~N NANG Ll/C nANH GIA
su PHD HQ'P VE TIEU CHuAN cHAT LUQNG

8. Cac phep hi~uchuin dlfq'C cong nh~n

Ten dai IUQ'Ilg do
hoac phuong tien
do duoc cong nhan

Measurand
equipment
accredited

Can phdn tich, can
kY thudt

cap!

Pham vi do duoc
cong nhan
Range of

measurement
accretited

0-50 g

50-200 g

200-220 g

Quy trinh hieu
chuAn

Calibration
Procedure

QT/SP/C-033

Chuan sir
dung

Reference
standard or
Equipment

Mettle
Toledo,
Class E2

Kha nang do va
hieu chuan
(CMC)

Calibration and
Measurement

Capability (CMC)

0,3 mg

0,9 mg

1mg

__________~~f!_!~ ~~~_?_~_________ 20 mg ~A:~
--------------------- HGiAS

50-200 g 20 mg :::TIEU
- -- - - - - - - - - - - - - - - - - ------- ------ - - - - - - - - -- ---- - - - --- - - - ------- - -- - - - -------- - - - - - --- - - - - - - - - ------ - - - - --- - - - - - - - - --- - -- - - - - ---- --- - -- - GHAT'

200-500 g 50 mg ;i/-
--------- ----------------------------- --------------------------- ----------------------- ------------------- --------------------------- ~~

500-610 g 60 mg

2 Pipet thuy tinh

f)~n 1ml

1-2 ml

2-10 ml

10-30 ml

QT/SP/C-032 AND, AD-
4212A-100

2,6 ul

4,3 ul

30,2 ~l

3 Pipet piston

f)~n 10 ul

10-100 ul

100-1000 ul

1-10 ml

QT/SP/C-031

AND, AD-
4212A-100
AND, AD-
4212B-PT

0,05 ul

0,3 ul

2,6 ~l

VAN PHONG CONG NHAN NANG WC DANH GIft..SU' PHD HOP VE TIEU CHuAN CHAT LU'ONG
se 15 aha vuim. khu nha a Hoang Van Thu, phuong Hoang Van Thu, quan Hoang Mai, thimhph5 Ha Noi

Dien thoai: +84 24 36622015 Fax: +84 2436343 449
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Ellab, EST
20 with

Fluke 7321; ..~o 1 "C ,- v
Polyscience, ' :)~
PP15RCAL AHGq

pHi! H(
r-_--+ --+ I--- --+-_L_-_AA_2_-+ ----l :HUA'N

Ellab, EST ~~~
~20 with ~

Fluke 7321;
Polyscience,
PP15RCAL

L-AA2

TT

4

5

6

7

LIEN HIEP cAc HOI KHOA HOC vA KY THUAT VIET NAM. . . ..
VAN PHONG CONG NH~N NANG LIfC DANH GIA

SIfPHU H<}PVE TIEU CHuAN CHAT LUQNG

Ten dai lUQ11gdo Chuan su Kha nang do va
hoac phuong tien Pham vi do duoc Quy trinh hieu dung hieu chuan
do duoc cong nhan cong nhan chuAn Reference (CMC)

Measurand Range of Calibration standard or Calibration and
equipment measurement Procedure Equipment Measurement
accredited accretited Capability (CMC)

Ttl nhiet: Ttl dong, Ellab, Track
ttl lanh, ttl dm, ttl QT/SP/C-036

say, n6i hdp sense Pro

Nhi¢t ki thuy tinh QT/SP/C-035

Nhi¢t ki hien thi s6 QT/SP/C-034 01°C,

Redington
9300-HTK
Sentri,
ST722

8 rpm0- 15000 rpm QT/SP/C-030Mdy ly tdm

8 Ttl An toan sinh
h9C

QT/SP/C-037

35 - 130 dB Extech,
407736

N/A

inh sang trang 0,01 - 299,900 lx
Konica
Minolta,
TI0

N/A

VAN PHONG CONG NHAN NANG LUC DANH GIA sir PHU HOP VE TIEU CHuAN CHAT LUONG
s6 15 uha vuon, khu nha i:J Hoang Van Thu, plnrong Hoang V~UThu, quan Hoang Mai, thanh ph6Ha Noi

Di~n thoai: +84 24 36622015 Fax: +84 2436 343 449
Website: http://www.aosc.vn
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LIEN HIEP cAc HOI KHOA HOC vA KY THUAT VIET NAM. . . ..
VAN PHONG CONG NH~N NANG LTJCDANH GIA

sTJ PHD HQ'P vi: TIEU CHuAN CHAT LUQNG

Ten dai hrong do Chuan sir Kha nang do va
hoac phirong tien Pham vi do duoc Quy trinh hieu dVng hieu chuan
do diroc cong nhan cong nhan chuAn Reference (CMC)

TT Measurand Range of Calibration standard or Calibration and
equipment measurement Procedure Equipment Measurement
accredited accretited Capability (CMC)

Anh sdng tim
0,1 - 199,9 Lutron, N/A
uW/cm2 UVC-254

--------- ------------- ---------------- --------------------------- ----------------------- ------------------- ---------------------------
rac ao gio VGO 0,125 - 12,5 m/s TSI,8380 N/A

--------- -------- --------------------- --------------------------- ----------------------- ------------------- ---------------------------

uie« sudt 19C
0-3.000.000 Met One,
particles/fr' GT-521S

N/A

VAN PHONGCONGNHAN NANG WC I)ANH GIA SV PHUHOPVETIEU CHuAN CHAT LU'ONG
ss 15 nha wan, khu nha iJHoang Van Thu, phuong Hoang Van Thu, quan Hoang Mai, thanh ph6 Hit Noi

Dien thoai: +84 24 36622015 Fax +842436343449
Website: http://www.aosc.vn
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